Report Number 17-45 . calbl3.21.2017] gistrict 01 | 109by G.Thome | plant controller Alkon Command Batch

plant type PCC Batch - | ate plant owner Tidewater | plant location Starry Pit Crescent City '
scale acceptable to'32,0-00,' useable scale capacity:ﬁddﬁ_b- 1 largest noted error, for this scale 0 77777 -
scale number applied total ,adjustment; adjusted .
1‘ step applied | build-up | applied from total| indicated | actual| errorin |
— | _number ftest weight| weight | _weight last step| _weight| _weight| error| grads|useamiLiTy |remarks
material type - | always zero, T —u -
| _aggreqate 1 8000 0 8000 foristses 8000 8000 0.0 0.0 Acceptable
o 2 8000 8000 16000 D[ 16000 16000 0.0 0.0 Acceptable
graduation 3 8000 16000 24000 0 24000 24000 0.0 0.0 Acceptable
T 4 8000 24000 32000 0 32000 32000 00 0.0 Acceptable
20. | ; f
scale acceptable to 8000 | useable scale capacity 10000 | largest noted error, for this scale{ Grag |

scale number

N applied total | adjustmant; adjusted
' 2 step | applied| build-up| applied from total
material type number test weight i last ste ht

|nd|cated| actual | errorin

weight| _error grads| USEABILITY | remarks
cementf | 1 | 2000 0 2000 %R 2000 1995 50" Acceptablel
graduation b2 40_005 0 4000 04000 4000 o 0 Acceptable
size .3 | 6000 O 6000 O 6000 6005 5 1 Acceptable
{ 5 §_4 | BOQol 0 8000 O 8000 8000 0 0 Acceptable
[ | | | | | | |
NN AR RN I ERRE
scale acceptable to 42000 j useable scale capacity'é_{ggpg g ¥ | largest noted error, for this scale |
scale number applied total | adjustment; adjusted )
| 3] step applied build-up applied from total| indicated actual | errorin
= | _number| test weight i last ste bt welg.ht error | _grads| useasl ks
materlal type s T | always zero | "0 7003 i
water | _1 4120 0I 4120 for 1st step 4120 4170 50 .79936 Acceptable 500 Gal metered/ 494 Gal Delivered
graduation r r ——— | - . — .
s 2 . 4160 i 4_160, - 4160- 4170 10 .15987 Acceptable 500 Gal metered/ 499 Gal Delivered
— | | = T [ | i i 7
62.55 [ | | L 100GPM
scale acceptable to | ) o 7' ‘ useable scale capacity. _ largest noted error, for this scale |
scale number )
: 1 applied total|adjustment| adjusted| )
‘ | step applied| puild-up | applied from total | indicated| actual | errorin
material type number | test weight i last ste| iaht| _weight| _error grads| USEABILITY remarks

| always zero — - —
| for 1st step

graduation
size

Test Notes

Plant Certified for State Use

0Old Spectrum System replaced with Command Batch Lic # CBH533728 Ver 2.1 Issued 12-29-2016
/Interlocks O.K.

Water Meter O.K. Dip Switch Span 139.8



